ASSEMBLY AND OPERATION OF THE 
HEATHKIT TUBE CHECKER 


MODEL TC-3 


SPECIFICATIONS 

Power Requirements:...............00000- 105-125 volts 50/60 cycle AC. 

DimenSionS:....... 00. cece cee eee eee 13" wide x 8 1/2" high x 5 1/2" deep. 

Element Test Voltages:........-.cceeeeuee 30, 100, 250 volts AC. 

Filament Voltages:...............0---00-- -63, 1.4, 2, 2.35, 2.5, 3.15, 4.2, 4.7, 5, 6.3, 
7.5, 9.45, 12.6, 19.6, 25, 32, 50, 70, 116 
volts AC. 

Roll Chart Mechanism:.............-..--005 Constant tension, free rolling, thumbwheel 


operated, illuminated. 
Line Voltage Adjustment:................ ; . Step type 


Meter:.. .. ccc cc ce ee ee eee 1 ma full scale deflection 
BAD - ? - GOOD scale, illuminated 


Socket Accommodations: ..............006. 4 pin, 5 pin, 6 pin, 7 pin combination and pilot 
light, 7 pinminiature, 7pinsubminiature, octal, 
loctal, 9 pin miniature, blank. 


Available teStS:... 0... 0... cece eee eee eee Emission, short, leakage, open element, fila- 
ment continuity. 
Copyright 1958 6/23/61 


Heoth Company 
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INTRODUCTION 


A vacuum tube possesses a number of operating characteristics, any one of which may be used 


to indicate, to a limited degree, the operational capabilities of the tube. Any number of tube 


testing devices are available, utilizing one or more of these characteristics, each one subject 


to its own limitations. It is universally recognized that no tube tester can provide a compiete 


and accurate account of the condition existing within a given vacuum tube when that tube is in 


operation in the receiver. If maximum benefit is t 


of its design, two things should be known: 


be obtained from a tube tester, regardless 


o 
é 
a 
¢ 


(1) the requirements placed on the tube 

(2) the limitations of the tube tester 
With this thought in mind, we have listed some of the more commonly used methods of tube 
testing 


EMISSION TESTING 


Testing the emission capabilities of the cathode provides the simplest and most economical means 


af datarmining the navars 


oi Geter mining t the overall quality of a vacuum tube. This is accomplished by connecting all 
e 


the grids to th plate and (operating the tube as a rectifier. The actual emission of the cathode 
is then compared toa predetermined value acceptedas standard for that tube type. If the cathode 
should have one particularly active portion, the emission checker will indicate the quality of the 


tube to be good, even though the remainder of the cathode may be inactive. On the other hand, 
modern coated cathodes are capable of large emission, often far in excess of the emission re- 
quired for the particular application. In some cases the emission checker will indicate the 
quality of the tube to be questionable or even unacceptable. This tube may not function in an 


application requiring a large emission but wouid probabiy operate satisfactorily for a long time 
in a circuit where the emission requirements are less. 


TRANSCONDUCTANCE TESTING 


A transconductance tester places a standard voltage on each tube element, creating aplate cur- 
rentflow. Measurement of this plate current wiii indicate the transconductance of that particular 
tube under static conditions. Here again, since the tube is not operating EXACTLY as it does 
in the receiver, the test may be termed inconciusive. An improved version of the transconduc- 


tance test is available in: 
DYNAMIC TRANSCONDUCTANCE TESTING 


The dynamic transconductance ofatube is measured by using the circuit of the static transcon- 
ductance tester and adding a signal generator. By applying a signal to the tube under test, the 
action of the plate current willbe similar to that experienced inthe receiver, varying in relation- 
Ship to the input signal. Although this system gives an indication of how the tube will operate 
under signal conditions, it is still limited in scope. Certain types of tubes cannot be satis‘ac- 
torily checked on any typeof tester, even the dynamic transconductance tester. Particular 
offenders inthis respect are tubes used inthe vertical and horizontal deflection circuits of tele- 
vision receivers. The only method of accurately checking these tubes is by: 


SET TESTING 
No tube tester is required inthis system of tube testing; simply insert a new tube inthe receiver 
and observe the results. At first glance this appears to be the most inexpensive testing system 


available. Bear in mind, however, that if all tubes were to be tested in this manner, a stock 
of tubes representing an investment of several hundred dollars is required. 
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POWER OUTPUT TESTING 


This testing system is perhaps the most satisfactory in regards to similarity between test re- 
sults and actual operation in the receiver. Since both the input and output powers are known, 
the other factors can be determined. In the case of voltage amplifiers the voltage amplification 
and output voltage will be of prime interest. The power output test is ideally suited to testing 
power amplifiers, where the output power is of major concern. 


LOW LINE TEST 


In this testing system the input voltage to the receiver is lowered to 105 volts. Sufficient time 
should be allowed (10 minutes) for the tube heaters to stabilize. If the questionable tube fails 
to function properly it should be replaced. 


INSTRUMENT DESCRIPTION 


In designing a tube checker, the designer is faced withthe problem of deciding which of the above 
mentioned testing procedures to follow. Points that must be considered are the cost, relative 


merits of each system, and the net vaiue to the purchaser. On the basis of these and other con- 
siderations, the Heathkit Tube Checker has been designed around the emission testing circuit. 


Bera gen 25tses ee ee eta ari a 


There are several reasons for this decision, some of which are : (i) the emission checker will 
provide the best overall indication of tube quality when compared with other types ona cost per 


wunit hacia (9\ the terangenndAuctanzes pa ee Ade Pee by Re | 


UNIT OASIS, (a; te tr ans CONMMCLANCE of a tube is dependent upon Catnoae emission, (3) some busy 
service men do not wish to take the time necessary to check the tube thoroughly. They plug in 


the -tibe;. push ‘the butt n and observe the meter to check the emission; if the emission of the 


tube is too low for the intended service, determining any of the other characteristics is a waste 


in 
of valuable time, (4) the ion testing circuit isrelatively simple, requires few components, 


and lends itself well to kit-t 


of this circuit more than 


cerely believe the Heathki 


onstruction, (5) the low selling price made possible by the use 


tes for any inh 


tes for any er 


ecker will give 


i 1 W 
nt shortcomings it may possess. We sin- 


he most test information per dollar invested. 


aumte) 
3 

5 
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The action of the instrument has been made quite flexible by the use of multiple filament voltages, 
adjustable cathode current, variable meter sensitivity and individual element Switching. The 


ten lever switches make it possible to connect any element to any other element, regardless of 
the pin numbers involved. 


The instrument may beused indarkened areas (such asthe inevitable dark corner behind the TV 
receiver) with ease since both the roll chart and the meter are illuminated. 


No difficulty should be experienced inroll chart operation on the part of the left-handed operator. 
Thumbwheel drive knobs have been provided on both sides of the panel to eliminate any ''cross- 
over" problems. The roll chart mechanism is a unique design which permits the roll chart to 
run freely throughout its entire length without binding. The chart rollers are spring loaded to 
keep the chart taut at all times to present a smooth viewing surface. 


TUBE TYPE ACCOMMODATIONS 


The Heathkit TC-3 Tube Checker was designed for checking tubes encountered in everyday radio 
and TV service work, but is not specifically limited to these types. It will check satisfactorily 
any tube that can be accomodated in the tube sockets if the data provided by the tube manufac- 
turer is available. Sockets provided are: 4 pin, 5 pin, 6 pin, 7 pin combination, 7 pin miniature, 
7 pin subminiature, octai, loctal, and 9 pin miniature. A blank socket is also provided to 
facilitate modification for checking newly added base types as protection against obsolescence. 


ROLL CHART DATA 


The roll chart contains necessary data for the checking of currently used tubes. Because of the 
constantly growing list of tubes it is impossible to list all the tubes onthe chart. Many tubes 


not listedon the chart may be found inthe roll chart supplement. The Heath Company periodically 
revises the roll chart to include the newly released tube types. Annou 


chart availability is usually made in the Heathkit Flyer. 


FILAMENT VOLTAGES 


Filament voltages used in the operation of the tube checker are derivedfrom a secondary wind- 
ing on the power transformer which is tapped to provide nineteen different voltages. These vol- 
tages are switch selected for convenience of operation and assure the application of the proper 
filament voltage for a given tube type under test. 


TEST VOLTAGES 


Voltages used in the various tests provided by the TC-3 are derived from a secondary winding 
onthe power transformer which is tapped at 30, 100, and 250 volts. During the operation of 
the checker, three basic circuits are set up using these voltages. 


LINE TEST CIRCUIT 


=| \—_-__—__ , 
Vv. 

The first basic circuit is in use when the TEST switch is in | 3\i¢ ° L 
the SET LINE position. The SET LINE switch inthe primary moon 
of the power transformer varies the voltage across the pri- | 3i|¢ = 
mary, thus controlling the voltage across both secondary 
windings simultaneously. The meter, with the voltage divi- | ; Sif tp 
der and rectifier network now in the circuit, will indicate 
the proper secondary voltage when the needle is within the Ls i T5KA = 
LINE TEST block. The purpose of the SET LINE switch is 
to assure proper voltages on the tube under test, thus mini- o—3| i hov ] 
mizing the possibility of an erroneous indication due to ab- Ow - ——_! 
normally high (or low) power line voltages LINE TEST CIRCUIT 


TAD Tromp Teer Illustration 1 


The second basic circuit is used in the short, leakage, and filament continuity tests. The 100 
volt tap is connected to the neon short indicator and associated network and isin Series with the 
plate of the tube under test. The meter is not in the circuit; the tests are indicated by t 
bulb. Moving the lever switches in the pre- 

scribed manner connects the tube elements in ——O- 

such a manner that ashorted element will cause 


considerabie increased current fiow through the 
| 


resistor in parallel - with the neon bulb. The vol- 


a ae as a wen tin in 


tage dr Op then pr oduced reaches the oper ALLIS 
voltage of the neon bulb causing it to glow, thus 


Tankbags 


indicating a short. For the leakage test, the 
circuit remains Unchanged i in all respects except Illustration 2 


ana: the wal allal with 
one: tne vaiue of the resistance in par ai.€i W1 


the neon bulb is increased, thus increasing the se ney of the test. The term short as used 
at 


in this test should not be confused withthe direct short for apy Cc cting two terminals with 
a piece of wire. The sensitivity rating of the short test i $s 250 KQ, which means the bulb will 
glow if the resistance between the shorted elements is anywhere between the values of 0 and 
250,000 ohms. The sensitivity rating of the leakage test (high-sensitivity short test) is 2 meg- 
ohms, which means that the bulb will glow if the resistance between the shorted elements is 
anywhere between 0 and 2,000,000 ohms. Actually, this test may be altered to any desired sen- 


sitivity by replacing the 2.2 megohm resistor with the required value. The short test is a very 
critical test and should be performed carefully and evaluated in terms of the amount of leakage 


which can be tolerated in the circuit. 
QUALITY TEST CIRCUIT 


The third basic circuit is used when making the quality and open element tests. The plate and 
grids are connected together to the 30 volt transformer tap. The filament and cathode are con- 
nected together to the 0 volt tap of the high voltage winding through the PLATE control. The 
plate control adjusts the sensitivity of the meter, 
which is inthe circuit atthis time. The tube now 
conducts asa half-wave rectifier, the total emis- 
sion of the cathode being passed to a single ter- 


GOOD section of the scale. If the emission is 
too low, the current through the tube will not be 


high cnough to bring the needle into the GOOD QUALITY TEST CIRCUIT 


will remain in the (?) section or drop 
n 


| 
minal (anode) and out through the meter circuit. | ’ ‘ ° 
A good tube, with the sensitivity of the meter >a | ¢ 
properly adjusted, will have sufficient cathode 5 NY WWF 
emission to swing the meter needle into the | Co 
CUINIATN aanntinn 4h | . 


Tllustration 3 


An open element may be detected inthe following manner. Since all tube elements (except cathode) 
are connected to the plate terminal, the current indicated by the meter during the quality test 
represents the total current through the tube. Disconnecting an element from the plate terminal 
will cause the current through the tube to diminish. The meter reading will then be less than 
originally noted. Therefore, a dropin the meter reading indicates the element is not open. If the 
element were open, disconnecting it from the plate terminal would make no change in the tube cur- 
rent, hence no change in the meter reading. For tubes with a number of grids, the operation is 
somewhat more complex, but the same theory applies in general. For gas tubes (OZ4, etc. )the 
250 volt tap is used instead of the 30 volt tap. The rest of the circuitry remains unchanged. 


NOTES ON ASSEMBLY AND WIRING 


The Heathkit Model TC-3 Tube Checker, when properly constructed, will provide a service type 


instrument capable of many years of satisfactory operation. We urge you to take the necessary 


time to assemble and wire the instrument carefully. Do not hurry the work and you will be re- 
warded with a greater sense of confidence both in the netram t and your o 7orkm 


Ss ec 
of error. We suggest that you takea few minutes now and scan through the entire manual care- 
fully before any work is started. This will enable you to proceed with the work much faster 
and with greater accuracy. The large fold-in pictorials are handy to attach to the wall above 
your work space. Their use will greatly simplify the construction of the kit. These diagrams 
are repeated in smaller form within the manual. We suggest that you retain the manual in your 
files for future reference, both in the use and maintenance of the TC-3 Tube Checker. 


This manual is supplied to assist you incompleting the instrument with the least possible chan 


Unpack the kit carefully and check each part against the parts list. By so doing, you will become 
acquainted with each part. Refer to the charts and other information shown in the manual, to 
help you identify any parts about which there may be a question. If some shortage is found in 
checking the parts, please notifyus promptly and return the inspection slip with your letter to us. 


Leads on resistors and capacitors are generally much longer than they need to be to make the 
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| FILAMENT VOLTAGE 


indicated connections. The excess lead length should be cut off before the part is added to the 
circuit. In general, the leads should be just long enough to reach their terminating points. 


The pictorials indicate actual chassis wiring and designate values of the component parts. We 
very strongly urge that the chassis layout and lead placement be followed exactlyas shown. While 
the arrangement shown is probably not the only satisfactory layout, it is the result of consider- 
able experimentation and trial. By following the pictorials of lead and component placement 
carefully, neat appearance and dependable operation are assured. 


Space has been provided for you to check off each operation as it is completed. This is partic- 
ularly important in wiring and itmay prevent omissions or errors, especially where your work 
is interrupted frequently as the wiring progresses. When interrupted, it is often heipful to re- 
view the preceding two or three steps before continuing with the assembly. Some kit builders 
have aiso found it heipful to mark each iead in coiored pencii on the pictorial as it is added. 
Resistors and conirois generail a have a tolerar 5s oth To 
parts list. Therefore a 100 resistor may test anywhere fren 80 KQ to 120 KQ 
ae | ee ee ee wild mf nw n thane wmeata Fagus ghod 24 


K is commonly used to designate a multiplier of one thousand. ) The parts furnished wi 
Heathkit have been specified to provide optimum performance of the finished instrument. 


nce rating of +20% unle 


ct 
= 
5 

La 4 
° 
i= 
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In order to expedite delivery to you, we are occasionally forced to make minor substitutions of 


nart CGunh ayhatititiann arvafiztl h aA haf 
parts. Such substitutions are carefully checked before they are approvedto insurcthat the parts 


supplied will work satisfactorily. By checking the parts list for resistors, for example, you 


may find that a 2 mesohm resistor has been supplied in place of a 2.2 eoohin as shown in the 


BAS yy aadad wey Wek OM pes stk PsA Yoav Sea w 


ae list. These one | are cae vident and are mentioned here only to prevent confusion to 


Only a small percentage of Heathkit purchasers find it necessary to return an instrument for 
factory service. Of these kits, by far the largest proportion function improperly due to poor or 
improper soldering. 


Correct soldering technique is extremely important. Good solder joints are essential if the 
performance engineered into the kit is to be fully realized. 


Read the notes on soldering and wiring on the inside rear cover. If terminals are bright and 
clean and wires free of wax, frayed insulation and other foreign substances, no difficulty will 
be experienced in soldering. Crimp or otherwise secure the wire (or wires) to the terminal, 
so a good joint is made without relying on solder for physical strength. To make a good solder 


me, Jp WW if 
4 


ALLOW SOLDER 
TO FLOW 


Page 7 


joint, the clean tip of the soldering iron shouldbe placed against the joint to be soldered so that 
the terminal is heated sufficiently to melt the solider. The solider is then placed against both 
the terminal and tip of the iron and will immediately flow out over the joint. Refer to the sketch 
shown on page 7. Use only enough solder to cover wires at the junction; it is not necessary to 
fill the entire hole in the terminal with solder. Excess solder may flow into tube socket con- 


tacts, ruining the socket, or it may creep into switch contacts and destroy their spring action. 
Position the work so that gravity tends to keep the solder where you want it. 


A poor solder joint will usually be indicated by its appearance. The solder will stand up ina 
blob on top of the connection, with no evidence of flowing out caused by actual "wetting" of the 
contact. A crystalline or grainy texture on the solder surface, caused by movement of the joint 
before it solidified is another evidence of a "cold" connection. In either event, reheat the joint 


aiiQ 


until the solder flows smoothly over the entire junction, cooling to a smooth, bright appearance. 
The following illustration clearly indicates these two characteristics. 


COLD SOLDER JOINT 
CONNECTION INSUFFICIENTLY CONNECTION MOVED 
HEATED WHILE COOLING 


COLD soLr LDER IiOoINntT 


A good, clean, well-tinned soldering iron is also important to obtain consistent iy perfect con- 
nections. For most wiring, a 30 to 100 watt iron, or the equivalent in a solder gun, is very 
Satisfactory. Small irons generally will not heat the connections enough to flow the soider 
smoothly over the joint and are recommended only for light work, such ason etched circuit 
boards, etc. Keep the iron tip clean and bright. A clean rag may be used to Wipe the tip occa- 


sionally during use. 


Take these precautions anduse reasonable careduring assembly of the > kit. This will insure the 
wonderful satisfaction of having the instrument operate pe 


STEP-BY-STEP ASSEMBLY INSTRUCTIONS 


Study Pictorial 1 carefully and note the placement of the various parts. This pictorial shows the 
aluminum panel as view edfrom the rear. Throughout this manual a system of alphabetical des- 


ignation will be used for each part, and each terminal connection of the part will be assigned a 


number. Therefore, the first tube socket in the upper left corner, which is the loctal socket, 
is designated as L, and the eight pin connections will be identified as L1, L2, L3, etc. Actually 
marking the panel openings will prove helpful. This same procedure will be used throughout t the 
entire instrument construction. Please note also that some parts have been assigned a dual 
alphabetical designation, such as AA, BB, CC, ete. 


Actual assembly will first begin with the mounting of the ten tube sockets. All of these sockets 
are of the ring mounting type to provide a neat panel appearance. See Figure 1. When install- 
ing these sockets with the mounting ring, be sure to make the installation properly so that no 
difficulty with socket loosening will occur later on after the wiring has been installed. When in- 
stalling sockets, note the keyway positioning carefully. Thisis very important, as amisaligned 
keyway may cause incorrect wiring. Note that in some cases each pin of the socket has a molded 


number for quick identification. 


An additional wavy ring and lock ring have been provided for your convenience in the event a 
ring should become damaged during construction. Please note that one of the wavy rings is 
much larger than the rest; this ring is tobe used on the large 7 pin socket hav ing the pilot light 


socket incorporated in its design. 


To prevent marring the finish of the Tube Checker panel, it is advisable to place a pad or cloth 
over the workbench or working surface. 


> «——--- ORIENTATION 


BUMP 


METHOD OF INSTALLING TUBE SOCKETS 


Figure 1 
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Mount the 7 pin miniature socket in location P. Note placement of the flat onthe side of the 
socket. The socket is heid in piace by a lock ring, which is pressed over the base of the 
socket after it has been properly placed in the panel. In the event the lock ring fits too 


tanh 1s ate 


tightly for installation, bend the teeth slightly with a pair of long-nose pliers. 


Mount the ioctai socket in location L, using t 
described. Note keyway placement. 


Mount the octal socket in location M. Note keyway placement. 
Mount the blank socket in location R. 


Mount the 9 pin miniature socket in location S. Note that the blank space is placed toward 
t f 


ct 
=) 
4 
@ 
is) 
@ 
c. 
< 
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Insert a 1/2" rubber grommet in location V. 


NOTE: 


OR KEYWAY IS PLACED TO- 
WARD BOTTOM OF PANEL. 


~_—_ 
~~ 


~_ ~_ ~_ 
— _— _— 


_~ ™ 
— ~— 


ORIENTATION BUMP 


) Mount the 7 pin subminiature socket in location W. Place the orientation bump toward the 


center of the panel adjacent to the white dot. Push the retaining ring down firmly to hold 
the socket securely against the panel. See Figure 1 on page 9. 


) Mount the 5 pin socket in location N. 
) Mount the 4 pin socket in location O. 


) Mount the large 7 pin socket in location T. This socket uses the largest of the wavy rings 


supplied. 
Mount the 6 pin socket in location U. 


Using 6-32 screws, mount the SHORT-LEAKAGE switch in location Y. Position the lugs 
as shown in Pictorial 1. 


Insert a 3/4" rubber grommet in location Q. Work the grommet carefully into the corners 
until a uniformly square appearance is obtained. 


The mechanical assembly of the Tube Checker is interrupted at this point in order to partially 
wire the tube sockets before the chassis is installed. Before proceeding with the socket wiring, 
however, re-check carefully all assembly up to this point. In the event any errors are present, 
it is much easier to correct them before the wiring is in place. 


In order to simplify the detailed and important wiring between the tube sockets and lever switches, 
color coded wire willbe used. A four foot length of 8-wire color-coded cable hasbeen furnished 
with this kit. Two lengths of this cable will be required for two separate wiring harnesses. 
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Measure and cut off a 15" length of 8-wire cable and a 10" length of 8-wire cable. Separate the 
remaining length of cable by cutting a portion of the outer plastic insulation and removing the 


wires one atatime. DO NOT separate the 15" and 10" lengths of cable previously cut. You 
should now have: 


ee eS Shy wR 


8........... lengths (approximately 29'') of color coded wire (one each of brown, red, 
orange, yellow, green, blue, white and black). 

The color code used for resistor identification will be followed as closely as possible, with the ex- 
ception of the white and black wires. The code used for all socket wiring in this kit will be: 

1. Brown 5. Green 

2. Red 6. Blue 

Q Oranaco 7 Whita 

We Mw Ek alge Ge FY SALW 

4. Yellow 8. Black 
All No socket terminals will therefore be connected with brown wire, all No. 2 socket ter- 
minals with red wire, etc. 
Since the wire used in connecting the tube socket terminals is a stranded wire, it will be neces- 
sary to solder the fine wires together before connecting the lead to the terminal. In each step 
measure the amount of wire needed to perform the operation, trim off 1/4" of the plastic in- 
sulation from the ends and tin with a hot soldering iron. Allow the solder to flow freely into the 

tn wmermertiAn np ann heed khateernam tha tndterizazenl «sive Dawnfrenw tha nvnerntingn ca anstable 

str ands Lu prov 1aé a gYyuUu pona oerween tne inaiviauai Wires. FeLlsyr ill Ue VpeLratllyl as Gulcens 
as possible to prevent damage to the plastic insulation. 

(S) means solder. (NS) means DO NOT solder yet. 


The number associated with soldering instructions denotes the number of wires tied to that 


mt 41 


particular point at the time of soidering. 
Example: (S-1) means there should be one wire connected to the soidered terminal. 
1 rm 11 ; oe | ta 


(S-2) means there shouid be two wires connected to the soidered terminal, etc. 


Dress all leads as shown in the pictorial diagrams. 


Using appropriate wire lengths of the color 
indicated, make the following connections: 


Using brown wire, connect leads from 
( ) TI (WS) to W1 (S- 1) 


(Bend the terminals on socket W outward to 
provide more space for making the connec- 
tions. Crimp the lead tightly around the ter- 
minal before soldering. ) 

( ) T1 (NS) to U1 (S-1) 

( ) T1 (NS) to N1 (NS) 

( ) Ni (S-2) to O1 (S-1) 


NN © fe) 
WIRING BROWN LEADS | awe 
Swe _W t 7 m 


sing red wire, connect leads from: 


T2 (NS) to U2 (S-1) 
T2 (NS) to N2 VS 4) 


TO fa mo fa 


N2 (S-2) to 02 (S 


U 
( ) T2 (NS) to W2 (S-1) 
( 
\ 


~~ ee eee 


sing orange wire, connect leads from: 
T3 (NS) to W3 (S-1) 
T3 (NS) to U3 (S-1) 
) T3 (NS) to N3 (NS) 
N3 (S-2) to O03 (S-1) 


sing yellow wire, connect leads from: 


mA 
T4 (NS) to W4 (S-1) 


Usi 
( ) T4 (NS) to U4 (S-1) 
( \ 
( ) 


T4 (NS) to N4 (NS) 
N4 (S-2) to 04 (S-1) 


green wire, connect leads from: 
5 (NS) to W5 (S-1) 
5 (NS) to U5 (S-1) 
5 (NS) to N5 (S-1) 


doy 


aie GREEN LEADS | 
Sa, —— 
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Using blue wire, connect leads from: 
( ) T6 (NS) to W6 (S-1) 
( ) T6 (NS) to U6 (S-1) 


Using white wire, connect a lead from: 
( ) TT (NS) to W7 (S-1) 


‘“\ WIRING BLUE and WHITE LEADS | 
Se 


minals on socket P outward to 
e for making the connec- 


( ) P1 (S-2) to Li (NS) 
(_) Li (NS) to M1 (Ns) 


| WIRING BROWN LEADS / 
a ae 


Using red wire, connect leads from: 
( ) S2 (S-1) to P2 (Ns) 
( ) P2 (S-2) to L2 (NS) 
( ) L2 (NS) to M2 (NS) 


\L___--- WIRING RED LEADS 
in 
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sing yellow wire, connect leads from: 


i m: 
) S4 (S-1) to P4 (Ns) 
) P4 (S-2) to L4 (NS) 
) L4 (NS) to M4 (NS) 


/ 
_ WIRING ORANGE LEADS 


Using orange wire, connect leads from: 
( ) S3 (S-1) to P3 (Ns) 
( ) P3 (S-2) to L3 (Ns) 
( ) L3 (NS) to M3 (Ns) 


= WLS £ SST S ASIST Ae 
Mee Ne 


_—_ WIRING YELLOW LEADS 
SNE See 


n e, conr 
S5 (S-1) to P5 (NS) 
5 (S-2) to L5 (NS) 
5 (NS) to M5 (NS) 
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Using blue wire, connect leads from: 
( ) S6 (S-1) to P6 (NS) 
( ) P6 (S-2) to L6 (NS) 
( ) L6 (NS) to M6 (NS) 


thita riven feonnan + 
write wir €, LUMNTUL 


ing 
) ST (S-1) to P7 (NS) 
) P7 (S-2) to L7 (Ns) 
) L7 (NS) to M7 (NS) 


A 


Cac) . @ fej 
, bf es 


Using black wire, connect leads from: 
( ) S8 (S-1) to L8 (NS) 
( ) L8 (NS) to M8 (S-1) 


SS : 
= € 

QOOO Dr 
= ss 


Oo 
\__-- WIRING BLACK LEADS 
Se ee 


This completes the preliminary tube socket wiring. 


( ) Select the 10-gang lever switch assembly and examine it carefully. You will notice that on 
each switch, one lug is longer than the other three and will contact the rotor blade at all 
times regardless of the position of the lever. This is the common" lug and is designated 
as lug number 4. When install- 


ing the lever switch assembly @ o ® eC e e © oO Oo o 


on the panel these "common" 
lugs should be at the bottom of 


the nanel ac choum in Mioure 2 
wie Pani aS SNOW in Pipure a. 


Slide the panel insert into the 
panel and hold it in place by 
mounting the lever switch as- 
sembly. Use 4-40 screws. Be- 
fore tightening the four mount- 
ing screws, line up the holes 
near thetop ofthe panel with the 
corresponding holes inthe panel 
insert. Place a 6-32 screw 
through the hole between letters 
E and Fon the paneland secure 
with lockwasher and nut. 


\ 
\ 


~_ 
— 


Straighten the length of bare ( 


iva and alidea ittheroanach all tha 


wir Gc am S.iae it Laie Vvupi ALL LILG 


No. 1 switchterminals. Cut the \\ | I 
wire tothe proper length, allow- \\ Bscnew / / 
ing about 1/16" to extend beyond \b / Figure 2 


the switch at either end of the 
gang. See Figure 2. 


®a4-aoscrnew & 


( ) Repeat the preceding step, this time sliding the wire through the No. 2 switch terminals. 


SWITCH & CONTROL MOUNTING DETAIL 


° ae (aes 
\ ; ee 
i p PED CONTROL 
« a y; “ a . | OCKWASHER 
vas SY. a | 
pst, i * 
a FLAT 
CONTROLNUT 


PICTORIAL 2 


( ) Slide the remaining length of bare wire through the No. 3 switch terminals, and cut to length. 


( ) Solder terminals 1, 2, and 3 on switches B, C, D, E, F, G,H and J. DO NOT solder any 
terminals on switches A and K at the ends of the gang. When soldering the terminals, be 


sure to use a hot iron and ilow the solder smoothly and quickly into each joint so thata good 
electrical connection will result. Avoid the use of an excessive amount of solder. 


g 
fo 
go 
fa) 
= 
~] 


( ) 


~_~ 
_ 


( ) 


( ) 


~_ 
—_ 


~_ 
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CHASSIS AND METER MOUNTING 


Insert the meter into the meter mounting 
plate as shown in Figure 3. Be sure the 
bottom of the meter is adjacent to the two 
large holes in the mounting plate. Do not 
turn down the nuts on the meter mounting 
studs yet as some adjustments may be re- 


estan el Indo 


quired later. Do not use the iockwashers. 


g ce 
the panel insert. Line up the fou 
t 


may cause cracking of the plastic meter ; 
case. Now remove the meter and mounting | 
plate assembly. 


r s in 
the meter mounting plate with the corre- 
sponding holes in the panel and panel insert. 
Viewing the meter from the front of the panel fe} 6-32 Zs\ 
ay) gys age ¢ BRASS we 
will indicate the proper position. Now | nuts I 
tighten the nuts on the meter studs to a''snug" Figure 3 FURNISHED | 
fit. Drawing these nuts down too tightly METER 
6) G) 
| 


~32 screws, lockwashers and nuts, mount the chassis on the panel. Refer to Figure 


— 
Co 


PANEL METER MOUNTING PLATE 
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Rema “ey 


PANEL SUPPORT BRACKET 


CHASSIS 
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Figure 5 


pas 


Figure 4 


Slide the meter and mounting plate assembly into the panel insert and hold it in place tem 
porarily with one 6-32 screw and nut through the hole adjacent to the top of the panel an 
the octal socket. 


Qo 


) Install a panel support bracket adjacent to the large 7 pin socket. Use 6-32 screws, lock- 


washers and nuts. Tighten the screws closest tothe corner of the bracket first, alternately 
turning each one about 1/8 of a turn. In this way the bracket will be pulled slowly toward 
the junction of the panel and the chassis to provide a good fit at both surfaces and prevent 
bending of the panel by a misaligned bracket. When both screws have been securely tight- 
ened, turn the remaining two screws down tight. 


Remove the nut from the screw o 


n the other side of the meter and install the other panel 
support bracket as outlined in the pr 


6) 
ceding step. 


SHORT 
inoicaToR| ff , 
GRACKETL gay 


TERMINAL 
STRIP 6G 


PICTORIAL 3 


Refer to Pictorial 3 for placement of the grommets in the following steps. 


— 


— 


— 


Slide a 3/4" rubber grommet in location EE. 
Slide a 3/4" rubber grommet in location FF. 
Slide a 3/4" rubber grommet in location JJ. 

Slide a 3/4" rubber grommet in location KK. 
Slide a 3/8" rubber grommet in location MM. 
Slide a 3/4" rubber grommet in location NN. 
Slide a 3/4" rubber grommet in location OO. 


Insert the neon bulb short indicator in the 
pilot light socket with the mounting bracket. 
Push the bulb through grommet V inthe panel 
until the mounting hole in the bracket lines 
up with the corresponding hole in the chassis. 
See Figure 6, 


Mount the 4-lug terminal strip GG, install- 
ing the solder lug under the chassis as shown. 
Pass the screw up through the chassis, 
through the light socket bracket and terminal 
strip mounting lug. 

Mount the 4-lug terminal strip HH. 


Mount the meter rectifie 


rs 
a 
‘A 
5 


INDICATOR™ L 


| PILOTLAMP 


cremeaineal 


TERMINAL 
STRIP RA 
CHASSIS 


SSsoLvER 
To” LUG 
FRONT 


strip (Aa 
wy 


CHASSIS 


— #z 6 SOLDER LUG 


( ) Mount the 2-lug terminal strip LL. Position the terminal stripas shownin Pictorials 3 and 4. 


( ) Mount the 1-lug terminal strip RR, installing the solder lug under the chassis as shown. 


Ol -o% mi, 
S Cae pepeprie| CO) \ 


NY iv’ a i WW 
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PICTORIAL 4 


ROLL CHART ASSEMBLY 


igure 7 in the construction of the roll chart assembly. The two rollers supplied with 
identical in every respect except shaft length. The roller with the longer shaft is 


i 
Oller. The roller with the shorter shaft is the take- up roller. 


(_ ) Assemble the idler gears and shaft by sliding a gear on the shaft at either end. Th 


Mitten ft Bt Waseeee case 


ar at e a gear 
on the knurled end should completely cover the knurling. Note that the gear teeth face toward 
the center of the shaft and the gear backing plate faces toward the end of the shaft. The 


spacing betweenthe idler gearsis obtained by laying it alongside one of the rollers and mov- 
ing the adjustable gear until the idler gear teeth mesh with the roller gear teeth. 
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(_ ) Assemble the drive roller and idler gear assembly by sliding , 
Be sure the gears are properly meshed at BOTH ENDS before installi 


_ 
~ 


Slide a thumbwheel drive knob on each end of the drive shaft (hub towards end bracket). 


( ) Install the chart mechanism using 6-32 hardware. Start the nuts on all three screws i 
each bracket, then turn each a fraction of a turn, alternating as in the case of the panel 
support brackets, 


_ 
— 


Place the take-up roller on the end brackets as shown in step 4 of Figure 7, and roll it to- 
ward the chassis. The gears at both ends should mesh with the idler gears while the shaft 
maintains contact with the end bracket. 


_ 
— 


Install the spring washers, take-up roller brackets and retaining collars (use 8-32 x 1/8" 
setscrews). 


~_ 
~~ 


Center the thumbwheel drive knobs in their respective slots and secure with 8-32 x 1/4" 
setScrews. The chart mechanism should run smoothly without any "side sway". 

This completes the assembly of the roll chart mechanism. When you have the mechanism run- 
ning smoothly, put ONE DROP of light machine oil on each bearing surface. If the gears bind 


or the rollers have a tendency to siide from side to side, re-check the positioning of the idler 
gears, retaining collars and brackets. 


(_ ) Insert a 3/4" rubber grommet in location PP. 


( ) Insert a 3/4" rubber grommet in location QQ. 


( ) Mount the 20 position FILAMENT switch in location BB, using a control lockwasher 
washer and nut. Position the switch as shown in Pictorial 5. 


Mount the 2002 PLATE control in location DD. Use a control lockwasher, {fiat washer and 
nut. 


_ 
~~" 


( ) Mount the 10 position LINE switch in location AA. Position the switch as shown in Pictor- 
ial 5. 


~_ 
_ 


) Mount the 4 position TYPE switch inlocation CC. Position the switch so thatthe flat on the 
Switch shaft is toward the bottom of the panel. See Pictorial 5 for terminal Orientation. 


Refer to Pictorials 5 and 6 for the following wiring steps. 
( ) Connect the 3602 1/2 watt resistor (orange-blue-brown) from CC2 (NS) to CC3 (S-1). 


{ ) Connect the 15002 1/2 watt resistor (brown- green-red) from CC2 (NS) through CC4 (S-1) 
CC5 (S- 1). 


Connect the 8202 1/2 watt resistor (gray-red-brown) from CC9 (8-1) to CC10 (NS), 


_ 
~~ 


Connect the 3600:2 1/2 watt resistor (orange-blue-red) from CC8 (S-1) to CC10 (NS). 


_ 
~~ 


Amo wry 


NOTE: Wherever hookup wire is called for, proceed in the following manner. Cut the wire to 
the length specified. (Some leads may appear to be longer than necessary, but should not be 
shortened. The extra length is provided in case of future maintenance requirements. ) Strip off 


1/4" of the insulation from each end, and connect the bare lead to the proper terminal. Be sure 
to dress all leads | as shown in the pictorials. 
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PICTORIAL 5 


fo ara Aan 


) Connect an 8 1/2" length of hookup wire from CC2 (S-3) to X6 (S-1). Pass the lead through 


grommet EE and dress around other components as shown in Pictorial 5. 


Connect an 8 1/2" length of hookup wire from CC12 (S-1) to X2 (S-1). Dress the lead as 


chawn in Dicetnris!l & 
SnoOwn in rictOrids 5. 


h 


m 
ape a uaa Mois 


1 of WS) to DD3 (S-1). Pass thelead throu 
grommets PP and QQ and dress around the lever switch assembly as shown in Pictorial 5 


Connect a 6 1/4'' length of hookup wire from CC11(S-1) to GG1 (NS). Pass the lead through 


grommet EE. See Pictorials 3 and 5. 


Masri 


Connect a 5" length of hookup wire from A1 (S-2) to DD1 (NS). 

Connect a 6 1/4" length of hookup wire from A2 (S-2) to BB22 (NS). 

Connect a 10 1/2" length of hookup wire from K3 (S-2) to X4 (S-1). 

Solder terminals A3, Kl and K2. 

Connect a 15" length of hookup wire to K4 (S-1). Dress the lead around the lever switch 
assembly, through grommets QQ and FF to the top of the chassis. Connect the other end 
of the lead to terminal strip RR (NS). 

Connect a 9 1/2" length of hookup wire from J4 (S-1) to S9 (S-1). 
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— 
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Prepare the 15" length of 8-wire cableas shown in Figure a 


indicated (some leads arenot cutoff astheir entire length 
plastic insulation from each lead and carefully twist and 


mre 


— 
— 


) Pull the lever switch end of the 
cable carefully through grommet 
PP. Dress the cable under 
switch CC as shown in Pictorial 
5. Pass the tube socket end of 
the cable through grommet EE 
toward socket L. 


( ) At the lever switch end of the 


cable connect the brown wire to “i 
A4 (S-1). REO SOCKET 
RN 
() Connect the red wire to B4(S-1). HRSA Oe 
Connect the orange wire to C4 aa SF | Peace END 


wlve 


_ 
~~ 


(S-1). 
GRN LEVER SWITCH TO SOCKET CABLE 
2" TOTAL LENGTH is" 
( ) Connect the yellow wire to D4 vee fe 
(S-1). 


~_ 
~~ 


Connect the green wire to E4 (S-1). 


~_ 
~~ 


Connect the blue wire to F4 (S-1). 


Connect the white wire to G4 (S-1). 


—_— ~~ 


Connect the black wire to H4 (S-1). 


—_ 
— 


At the tube socket end of the cable connect the brown wire to Ll (S-3). 


Connect the red wire to L2 (S-3). 


Connect the orange wire to L3 (S-3). eC 


pes 
eee 


(_ ) Connect the green wire to L5 (S-3). s | Ce 


0 =~ SOCKET 
( ) Connect the black wire to L8 (S-3). oS T) Bice eh as @ 


Connect the yellow wire to L4 (S-3). c TS 7PIN END OCTAL END =z 
orc, gsoen 


aN: L 


te" TOTAL ‘e Ne 
( ) Connect the white wire to L7 (S-3). ne LENGTH 10 ae 2 


( ) Connect the blue wire to L6 (S-3). Figure &B 


( ) Prepare the 10" length of cable as shown in Figure 8B. Again trim all leads to the proper 
length, strip and tin. Note that the black wire hasbeen completel 


removed from the cable 


ba Vaal Lane. 


( ) Pass the cable through grommet NN, a sth 1] r h 
OO. Be sure the end of the cable marked "Socket M" in Figure 8 is connected to 
socket. See Pictorial 6 on page 26. 


(_ ) At socket M, connect the brown wire to M1 (S-2). 


( ) Connect the red wire to M2 (S-2). 
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( ) Connect the orange wire to M3(S-2). 


( ) Connect the yellow wire to M4 (S-2). 


_ 
—_ 


Connect the green wire to M5 (S-2). 


_~ 
~~ 


Connect the blue wire to M6 (S-2). 


~_ 
~~ 


Connect the white wire to M7 (S-2). 


( ) At socket T, connect the brown wire to T1 (S-4). 


9 


f NN Donat the wal so a faa] fo aN 
{ J GonMmect the rea wire lO 14 \o-4). 


( ) Connect the green wire to T5 (S-4). 
( ) Connect the yellow wire to T4 (S-4). 


You have now completed all of the wiring between the tube sockets andlever switches which will 
permit individual selection of any tube element. It is very important that this wiring be cor- 
rectly done. We suggest that at this time you re-check all connections tothe various tube socket 
terminals to make sure that no loose strands of wire, cuttings, or drops of solder can cause a 
short circuit. Dress all the wiring neatly away from each socket terminal and press the wiring 
toward the panel. To carry the test further, the use of an ohmmeter between terminal 4 of each 
lever: Switchand the corresponding socket terminals will indicate proper continuity. In a Similar 
annar aan tah tawnwnnain wm mle at “tits 


manner, Short circuits between lever switch ter minals, or socket ter minals, or even er ounding 
to the panel can be detected. The importance ofcorrectly installing this wiring cannot be over- 


emovohasized 


Ciddpasiscre. 


Refer to Pictorial 5 on page 23 and Pictorial 6 on page 26 


( ) Connect the .1 mfd condenser from GG4 (NS) to HH4 (NS). 

( ) Connect the 100 KQ 1/2 watt resistor (brown-black-yellow) from GG4 (NS) to V2 (S-1). 
( ) Connect the 270 KQ 1/2 watt resistor (red-violet-yellow) from GG4 (S-3) to GG3 (NS). 
(_ ) Connect the 10002 1/2 watt resistor (brown-black-red) from HH2 (NS) to HH3 (NS). 


( ) Connect the 75 KQ 1 watt precision resistor from HH2 (NS) to GG2 (NS). 


_~ 
~~ 


Connect the red rectifier lead to HH2 (S-3). 


_—~ 
— 


Connect the yellow rectifier lead to X5 (S-1). 
( ) Connect the 25002 7 watt resistor from HH1 (NS) to GG1 (S-2). 


( ) Connect a 14 1/2" length of hookup wire from V1 (NS) to Y3 (S-1). Pass the lead through 
grommet NN, around the back of the meter, and through grommet OO to switch Y. 


( ) Connect a 4 3/4" length of hookup wire from V1 (S-2) to X1 (S-1). 


_~ 


—_—  ~— 


~— 


— 


— 


~—— ee 


SOCKET T) 


PICTORIAL 6 


Connect a 14 1/2" length of hookup wire from GG3 (S-2) to Y1 (NS). 
Connect the 2.2 megohm 1/2 watt resistor (red-red-green) from Y1 (S-2) to Y2 (S-1). 


Connecta 10" length of hookup wire from X3 (S-1) to the negative terminal of the meter (S-1). 
The negative meter terminal is the terminal on the right when viewed from the rearof the 
panel. Pass the lead through grommet NN. 


7 1/4" length o rom HH3 (S-2) to the positive meter terminal (NS). 
h 


Ww 
Pass the lead through grommet NN. 


a 
8 
faa) 
eh 
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Connect a 12" length of hookup wire from the positive meter terminal (S-2) to DD2 (S-1). 
Pass the lead through grommets OO and FF. 


pow EEL ITIe 


Cut two 8" lengths of hookup wire and twist together about 4" at one end. Pass the ends of 
the pair that are not twisted together through grommet FF and connect one lead to DD1 (NS) 
and the other to BB22 (S-2). At the other end of the pair connect one lead to T8 (S-1) and 
the other to T9 (S-1). 
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PICTORIAL 7 


(_ ) Insert 1/2" rubber grommets in holes SS and TT in the panel lamp mounting bracket. See 


_ 


— 


— 


— 


Figure 9. 


Install the two #47 pilot lamp bulbs in the 
pilot lamp sockets and push the bulbs through 
the rubber grommets until the end of the 
bulb is 9/16" from the outer surface of the 
bracket. It is important to measure this 
distance carefully so that the bulb will not 
be in contact with the panel. See Figure 9. 


Cut two 4" lengths of hookup wire. Connect 


toa 


the terminals of the lamp sockets by running 


one wire fromSS1(S-1)to TT1 (NS). Connect 
the other wire from SS2 (S-1) to TT2 (NS). 


The panel lamp connecting cable is made 


from the remaining length of hookup wire 
(approximately 36''). Cut the wire intwo and 
twist the two pieces together to forma 2-wire 
cable. 


Wd, 


“1 @ Pe 
= den 


Figure 9 


PANEL LAMP SOCKETS 


) At one end of the cable connect one wire to TT1 (S-2) and the other to TT2 (S-2). 


~~ 


Pass the other endof thecable up through the chassis opening beneath the meter and through 


grommet OO, while sliding the panel lamp bracket into place. See Pictorial 5. The grom- 
mets holding the panel lamps should fit completely into the holes in the meter mounting 
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plate so that the lamp bracket fits snugly against the mounting plate. Secure the handle of 
the panel lamp bracket to the chassis with a 6-32 screw, lockwasher and nu 


( ) Make a small coil of the connecting cable, leaving about 9" free at the end. Pass this end 
of the cable through grommet FF. Connect one wire to DD1 (NS) and the other to BB11 (NS). 


TRANSFORMER MOUNTING AND WIRING 
( ) Examine the color coded leads on the transformer and mount it on the chassis as shown in 
sS- 


Pictorial 8 on Page 29. Use 8-32 screws, flat washers, lockwashers and nuts. Thet 
former leads are cut to the proper length at the factory and should NOT be shortened. 


(_ ) Pass the red-yellow (30v) lead through grommet EE and connect it to CC10 (S-3). Dress 
the lead as shown in Pictorial 8. 
(_ ) Pass the red-white (Ov) lead through grommet EE and connect it to CC6 (S-2). 


( ) Connect the red-blue (100v) lead to HH4 (S-2). 
( ) Connect the red (250v) lead to HH1 (S-2). 


In the succeeding steps, pass the leads through grommet JJ. 


( ) Connect the black (0 volt primary) lead to LL2 (NS). 


( ) Connect the blue-green (135v) lead to AA2 (S-1). 

( ) Connect the blue-white (130v) lead to AA3 (S-1). 

{ ) Connect the black-white (125v) lead to AA4 (S-1). 

( ) Connect the black-green (120v) lead to AA5 (S-1). 
( ) Connect the black-blue (115v) lead to AA6 (S-1). 

( ) Connect the black-orange (110v) lead to AAT (S-1) 


— 
— 


Connect the black-violet (105v) lead to AA8 (S-1). 
Connect the black- yellow (100v) lead to AA9 (S-1). 
Connect the black-red (95v) lead to AA10 (S-1). 


In the succeeding steps, pass the leads through grommet KK. 


(_ ) Pass the black (0 volt filament) lead throughthe grommet and connect it to DD1 (S-4). Dress 
the lead as shown in Pictorial 8. 


~_ 


Connect the black- yellow (110v) lead to BB20 (S-2). 
Connect the black-violet (70v) lead to BB19 (S-1). 
Connect the blue-yellow (50v) lead to BB18 (S-1). 


Fc eae 
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1e green-blue (32v) lead t 
he brown- yellow (25v) lea 
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Connect the blue (6.3v) 1 
Connect the orange (5v) 
Connect the white ( 


— 
—~— 
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( ) Connect the brown (4.2v)lead to BB8 (S-1). Dress the lead under the transformer as shown 


~_ 


~— ~—- — 


ed 


— 


in Pictorial 8. 


Connect the gray (3.15v) lead to BB’ 
Dress the lead under the transformer. 


i = ~~ ~ ef? 
(2.5v) lead to BB6 (S-1). 


wz ttn 


Connect the green- white 


xX 
PULL CLIP OUT OF 
BAKELITE HOUSING, 


Se SOLOER ON TEST LEAO, 
ANO SLIDE CLIP BACK 
INTO HOUSING, 
ine 


Connect the green-orange (2.35v) lead to BB5 (8-1). \ << 

Connect the green-yellow (2v) lead to BB4 (8-1) “2 se, 
j 

Connect the green-red (1.4v) lead to BB3 (S-1) Detail 1 A 


Oannant Oo oroon ‘y 
Connect the green (.63v) lead to BB2 (S-1). 
Insert the line cord through grommet MM andtie a strain relief knot about 1 1/2" from the 


1e end of the grid clip test lead as shown in Detail 1. Pass the 


f 
rommet Q and tie it around the base of terminal strip RR. Connect the 


other end through 
lead to RR (S-2). 


gg 


Referring to Pictorial 8, cable the transformer leads coming through grommets JJ and KK. 
A short length of hookup wire or masking tape may be used for this operation. Any excess 
length may be pulled above the chassis. Be sure the transformer leads do not interfere 
with the action of the roll chart mechanism. 
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PICTORIAL 8 


ee LINE 
"og BETWEEN ROLLER HALVES lf 
DRIVE ROLLER 
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€ ro! t i er as shown in Figure 10-1. Line up the bottom of the 
chart with the separation line Becieen the two halves of the roller. Tape the chart to the 
ce) i ing t r 


_ 
— 


Roll the chart on the drive roller, t 
with the other. Use the take-up rolle 
on the top roller. See Figure 10-2. 


ha nd. 3n 
Lia 


the ee Sn as it winds up 
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Push the take-up roller toward the chassis and tape the top of the chart as shown in Figure 
10-3. Roll the chart back and forth through its entire length several times to make sure it 
does not bind at either end. Keep the chart taut by pulling back slightly on the take-up 
rolier shaft. 


aa 
aa 
se 


{ ) Install the take-up roiler tension springs as shown in Cage = 
Figure 10-3. 
Start SPEED NUT Push into position with 
; : ‘ over edge of metal. thumb, snapping extru- 
( ) Slide the speed nuts onto the chassis flange. See Pic- sion on lower leg of 
. SPEED NUT into screw 
torial 8 on page 29. hole. 
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Install the control knobs and lever switch knobs. In some cases i 


eSUilig & aa. 


Ace y ar 
loosen the control nut and rotate the switch slightly in order to line u up the pointer on 
knob with the indexing marks on the panel. In each case the control shaft should be rota 


ay be nece 


+ 
th 
te 


20 oO 


to its maximum counterclockwise position and the knob installed pointing toward the maxi- 
mum counterclockwise indexing mark (OFF, 1, 0). 


The lever switch knobs should be carefully inspected before installation. Correctly position 
the knob on the lever arm before slowly pushing it on. Two additional knobs have been sup- 
plied with the kit to be used as spares. Retain them for possible future use. 


( ) Check all wiring to be sure it will not interfere with cabinet installation. No wiring should 
be closer than 1/8" to t e 


sUncl Maa 


ho 
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CAUTION: If the neon short lamp lights during testing, turn the Tube Checker off immediately 
and systematically trouble-shoot the circuit for possible cause of difficulty. The short test 
indicator should not indicate any glow during the testing procedure if the instrumentis correctly 
wired. 

Plug the line cord into a 117 voit AC, 50/60 cycle power supply. Never use 25 cycle or DC 
Soe voltage as the power transformer will suffer severe damage. Turn the instrument on 
by ecating the SET LINE control. The panel lamps should light immediately and the meter 
pointer should deflect up-scale. Rotate the SET LINE control back and forth through Several 
positions. The panel lamps should become br ighter and the meter pointer shouid defiect further 
up-scale as the control is rotated clockwise. 


If an AC voltmeter is available, the filament voltages may be checked as follows: 


1. Rotate the SET LINE control until the Tube Checker meter pointer falls in the LINE 
TEST block at mid-scale. 

2. Push one test probe into terminal 1 of the octal socket and the other into terminal 5. 

3. Pull down lever switch E into the BOTTOM position, leaving all other lever switches 
in the CENTER position. 


4. Rotate the FILAMENT control through all positions. The voltmeter reading should in- 
crease as the FILAMENT control is rotated clockwise. Any deviation from this pattern 
indicates improper transformer wiring. The reading of the voltmeter should substan- 
tially agree with the setting of the filament control. 
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> pr ovided so thai the high voltage secondary of the transformer may be 


nections. Before making the voltage checks, rotatethe SET LINE control 


ale mi rala 
nthe LINE TEST block at mid-scale. 


Connect AC voltmeter Meter should read: 
test leads to: (410%) 


Tf nrel iminary tests 
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c e p 
strument can be further tested by making actual tests on a variety of 
the purpose of testing the instrument, a tube known to be defective i 

t. 
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tubes. Remember t that for 


n Some way may be iust as 


VERY s2any gure ae 


useful, if not more so, than a tube which is perfect in every respec 


CABINET INSTALLATION | 


{ ) Install the rubber feet in the bottom and back of the cabinet. es od 
( ) Install the handle using #10 sheet metal screws. a4 


( ) Placethe Tube Checker face down o 
in the back of the cabinet and push 


Sh ait Vus 


panel. Secure with two 6-32 screws. 


n your ench. Slide the lin 
the f 


ork b 
inet down inside the 


USING THE HEATHKIT TC-3 TUBE CHECKER 


The instrument you have just completed will provide a variety of tests to indicate the relative 
value ofthe particular tube being checked. The following steps may be uSed as a guide in setting 
up tube testing procedures. Remember that the ultimate value of any measuring device is de- 
pendent upon the skill of the operator and, more important, his ability to properly evaluate the 
information provided by the instrument. 


(1) With the power cord connected, move the roll chart to the listi 
and turn the SET LINE control until the meter pointer falls within the LINE 


(2) Set the TYPE switch to the number shown on the chart. 

(3) Set the FILAMENT selector to the voltage shown on the chart. 

(4) Set the PLATE control according to the chart information. 

(5) Set the LEVER switches to the T-TOP and B-BOTTOM positions as shown in the top and 
bottom columns on the chart. 


(6) Insert the tube and re-set the SET LINE control if necessary, Pin positions and keyways 
determine tube positioning on all sockets except subminiature, For subminiature tubes, 


position color dot adjacent to color dot on panel, 
Check the tube for shorts by moving levers shown in 1i 


weaw we ~ve wea VN “wy assy tip aw YUAN BIOS VE ig. 
returning to the position shown on the chart, The TEST switch remains in the SHORT posi- 
tion for this test. The SHORT-LEAKAGE switch shouldbe | in the SHORT posit sho 
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lever switches are moved. It is possible that some serious short circuits will momentarily 
overload the power transformer. This condition will be indicated by complete dim out of 
the panel lamps. Do not allow the Tube Checker to operate under this extreme condition for 
any length of time, Make the test as quickly as possible in order to obtain the desired in- 
formation. CAUTION: The following note concerning internal connections appears at the 
bottom of the roii chart: ‘'*Special short test for tubes with internal connections. A good 
tube will not show short when the levers shown in parenthesis ( ) are moved simultaneous- 
ly." When testing a tube type marked with the asterisk, it is important to move the levers 
simultaneously to prevent damage to the internal connections. 
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(Q) Chack tha tuhns far laakacn hatwaan elamanta hy marvin thea GSUODT_T MAMA agyritankh ta tha 
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LEAKAGE position and repeating the Short test as outlined above. 


(9) After allowing sufficient time for the tube to reach operating temperature, check for quality 
by moving the test slide switch to TEST position. If the meter pointer falls in the GREEN 
Scale, the quality of the tube is GOOD. 


(10) Check for open elements as follows: holding the slide switch in the TEST position, move 
each lever in the TOP position (only those shown in light type) to the BOTTOM position and 
return. Satisfactory tube elements (those properly connected to their pins) are indicated by 
a decrease in meter reading. The grid element usually shows a large decrease, while a 
screen or piate may show only a slight decrease. 


NOTE: If the meter indication in the quality test is off scale, reduce the meter reading to 


an on-Scale reading by turning the PLATE control counterclockwise, then proceed with the 
open element test. 


(11) To check filaments, filament taps and internal connections for continuity, set the FILAMENT 
selector to .63 volts. Move each lever shown in dark type through each of its other two 
positions. Always move only one lever at a time. Satisfactory filaments, taps and internal 
connections will be shown by a bright glow of the SHORT test indicator. 


In any of theabove tests, should the tube prove tobe faulty insome respect, the defective element 
can be traced by comparing the lever switch in question with a base diagram of the tube. Lever 
switch A corresponds to tube pin 1, lever switch B to tube pin 2, etc. 


Multiple tube types (tubes which contain more than one set of elements) are indicated on the 
chart by a bracket Set of listings, one for each test tobe made on the tube. The tester is set up 
aperor ding tartan ta fm aanh lina and aalrad thenuch all anf thatacsta aa nitlinad intha nroanading 
ALULULIUILITE to ine test dit TALL ai checked LMAUUBI ALi UL LIT LONELY A UUMLETIIUU Lhe pa CUCU 


steps. 


Check pilot lights by setting the FILAMENT selector tothe proper voltage and inserting the pilot 
light in the socket found in the center of the large seven pin socket. This is a universal type 
pilot light test socket and does not require that the lamp be permanently inserted. It is only 
necessary to hold the pilot lamp so that the side wall of the base and the center pin of the lamp 
make contact with the corresponding points in the lamp socket. 


NEW TUBES 


The Heath Company periodically revises the Tube Checker roli chart in order to keep abreast of 
new tube releases. However, because of the great quantity of new tubes being released by manu- 


tee ee zee tll AR Aa cingns 11. dAacitea om ehanle we ae ahwn halfnysa aa snnas 
factur er s, a customer will occasionally desir © to check a new tube befor © the test d data appear 5s 


on the roll chart. If the tube you wish to check does not fit any of the sockets provided, it 
from al ourc 


be necessary for you to obtain the prover socket ocal s 
er 1ocal S 
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socket location. Wire it in as follows: 
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(1) Connect pin one of the new socket to pin one (brown wire) of the loctal socket. 


(2) Connect pin 2 of the new socket to pin 2 (red wire) of the loctal socket, etc. If the new socket 
has nine pins, connect pin No. 9 to S9 on the 9-pin miniature tube socket. If the new socket 
has 10 pins, connect pin No. 10 to terminal K4 on the lever switch gang. 


In the event the new socket will not fit into the blank socket location, make it into anadaptor using 
an octal plug. Connections to pins 9 and 10 may then be made by test leads to S9 and the grid 
clip, respectively. 


(1) Note manufacturer's data carefully concerning the base diagram of the pin connections and 
iilament voltage. 


(2) Set the Tube Checker TYPE switch as follows: 


Type 1 - for low cathode current tubes (below 4 ma), usually diode types. 

Type 2 - for tube types with cathode current between 3 ma and 15 ma. These are usually 
filament type tubes with the exception of diodes. 

Type 3 - for tube types with cathode current greater than 8 ma. These are usually indirect- 
heated cathode types with the exception of diodes. 

Type 4 - for gas control tubes, gaseous rectifiers, and eye or target tubes. 


(3) Set FILAMENT voltage to value specified by manufacturer. 
(4) Set all levers to the CENTER position. 


(5) Determine the first filament connection from the tube base diagram and leave its connection 
lever inthe CENTER position. Its connection lever corresponds to the letter on the lever — 
A corresponds to pin 1, B to pin 2, C to pin 3, etc. 


(6) Determine the second filament connection from the tube base diagram and set its connection 
lever to the BOTTOM position. 


(7) Determine from base diagram ifthe tube has a filament tap. The positionof the lever cor- 
responding to the filament tap will depend upon the placement of the tap in respectto the 
other filament connections. Some filament tapsare placed inthe center of the filament, as 
in the 12ZAU7. for this type filament, the two outer terminals (pins 4 and 5) are connected 
to one side of the filament supply (levers in CENTER position) and the tap is connected to 
the other side (lever in BOTTOM position). The FILAMENT control is then set at 1/2 the 
voltage rating of the entire filament, or (in this case) 12.6/2 = 6.3 volts. When the filament 
tan erm need anll.- Qeree 


tap is not symetrically located, as in the 35Z5, the tap must be connected to that end of the 


filament which is electrically nearer the tap position. For the 3525, pins 2 and 3 should be 


connected to one side of the filament supply and pin 7 to the other. The FILAMENT control 


is then set to the voltage closest to that recommended by the tube manufacturer, in this 
case 32 volts. 


(8) If the tube has more than one section(duo diodes, duo triodes, etc.) make a separate test 
for each section. For the section being tested follow instructions below. For the section 
not being tested, move all corresponding connection levers to the bottom position. If the 
tube has only one section, follow the instructions below. 


(Q) th nnectinn lever corracnandingeg 7 
as t 


he connection lever corresponding to the cathode to the BOTTOM position. 


(10) Move all other elements of the section being tested (screens, suppressors, grids, etc.) to 
the TOP position. 


(11) Plug the tube into the correct socket 


12) Plug the line cord into the power supply and turn the instrument on. 


fa5\ A . at aim _— 


(13) Adjust the SET LINE control till the meter pointer falls in the LINE TEST block. 


S SHORT-TEST switch in the TEST position and adjust the PLATE 
bring the pointer to the middle of the GOOD scale. (If possible, make this ad- 
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1ew tubes of the same type and select the average setting. ) 


(15) List all these settings in the space provided 
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ulti-section type, check the remaining sections in the manner outlined 
ings in the manual. 
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IN CASE OF DIFFICULTY 


(1) Re- check all the - wiring. _Follow each lead on the schematic diagram with a colored pencil 


Most cases of difficulty resuit from wrong or reversed 
have a friend check the wiring -he may be able to dis- 
e 


£ 


1anner outlined under us 


tk S in the n d er TE 
mis- interpreta tion of the transformer lead identificati 


c 
SS 


(3) Make continuity checks between the lever switch common lugs and the various socket pins 
to make sure that all contacts are properly connected to the lever switches. 


(4) If you areunable to locate the difficulty, write to the Heath Company Technical Consultation 
Service department, supplying all possible pertinent information. Include voltage data,as 
well as any characteristic of operation that may afford a clue to the difficulty. Trained. 
technical correspondents will analyze the problem and suggest the corrective measures that 
may be required. 


SERVICE INFORMATION 


SERVICE normal and specified performance of HEATHKIT® 


equipment, 


If, after applying the information contained in 
this manual and your best efforts, you are still 
unable to obtain proper performance, it is sug- 
gested that you take advantage of the technical 
facilities which the Heath Company makes avail- 
able to its customers, 


The Technical Consultation Department is main- 
tained for your benefit. This service is available 
to you at no charge. Its primary purpose is to 


~~, iA < 
provide assistance for those who encounter 


difficulty in the construction, operation or 
maintenance of HEATHKIT* equipment. It is not 
intended, and is not equipped to function as a 
general source of technical information involving 


kit modifications nor anything other than the 


Although the Technical Consultants are familiar 
with all details of this kit, the effectiveness of 
their advice will depend entirely upon the amount 
and the accuracy of the information furnished by 
you. In a sense, YOU MUST QUALIFY for GOOD 
technical advice by helping the consultants to 
help you. Please use this outline: 


1. Before writing, fully investigate each ofthe 


hints and suevestions listed in this manual 


SAMUELS GUI Sup peels 22500 ssi Less sds 


under "IN CASE OF DIFFICULTY." Pos- 
sibly it will not be necessary to write. 


2, When writing, clearly describe the nature 
of the trouble and mention all associated 
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equipment, Specifically report operating 
procedures, switch positions, connections 
to other units and anything else that might 
help to isolate the cause of trouble, 


3. Report fully on the results obtained when 
testing the unit initially and when following 


the suggestions under "IN CASE OF DIF- 


FICULTY." Be as specific as possible and 
include voltage readings if test equipment is 
available, 


4, Identify the kit model number and date of 
purchase, if available, 


5. Print or type your name and address, 
preferably in two places on the letter, 


With the preceding information, the consultant 
will know exactly what kit you have, what you 
would like it to do for you and the difficulty you 
wish to correct. The date of purchase telis him 
whether or not engineering changes have been 
made since it was shipped to you. He will know 
what you have done in an effort to locate the 
cause of trouble and, thereby, avoid repeti- 
tious suggestions. (The automatic letter opener 
sometimes cuts through the letter, hence the 
suggestion to print the name andaddress twice.) 
In short, he will devote full time to the problem 
at hand, and through his familiarity with the kit, 
plus your accurate report, he will be able to 
give you a compiete and helpful answer, If 
replacement parts are required, they will be 
shipped to you, subject to the terms of the 
Warranty, 


avoid rensti 


The Factory Service facilities are also available 
to you, in case you are not familiar enough with 
electronics to provide our consultants with suf- 
ficient information on which to base a diagnosis 
of your difficulty, or in the event that you pre- 
fer to have the difficulty corrected in this man- 


sary repairs and adjustments, You will be 
charged a minimal service fee, plus the price 
of any additional parts or material required, 
However, if the completed kit is returned within 
the Warranty period, parts charges will be 
governed by the terms of the Warranty. State 


the date of purchase, if possible, 


Local Service by Authorized HEATHKIT Serv- 
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ice Centers is also available in some areas and 
often will be your fastest, most efficient method 
of obtaining service for your HEATHKIT equip- 
ment, Although you may find charges for local 
service somewhat higher than for factory serv- 
ice, the amount of increase is usually offset 
by the transportation charge you would pay if 
you elected to return your kit to the Heath 
Company, 


HEATHKIT® Service Centers will honor the 
regular 90 day HEATHKIT® Parts Warranty on 
all kits, whether purchased through a dealer 
or directly from Heath Company; however, it 
will be necessary that you verify the purchase 
date of your kit, 


Under the conditions specified in the Warranty, 
replacement parts are supplied without charge; 
however, if the Service Center assists you in 
locating a defective part (or parts) in your 
kit, or installs a replacement part for you, 
you may be charged for this service, 


HEATHKIT® equipment purchased locally and 
returned to Heath Company for service must be 
accompanied by your copy of the dated sales 
receipt from your authorized HEATHKIT® deal- 
er in order to be eligible for parts replacement 
under the terms of the Warranty, 


THIS SERVICE POLICY APPLIES ONLY TO 
COMPLETED EQUIPMENT CONSTRUCTED IN 
ACCORDANCE WITH THE INSTRUCTIONS AS 
STATED IN THE MANUAL, Equipment that has 
been modified in design will not be accepted 
for repair, If there is evidence of acid core 
solder or paste fluxes, the equipment will be 
returned NOT repaired, 


For information regarding modification of 
HEATHKIT® equipment for special applica- 
tions, it is suggested that you refer to any one 
or more of the many publications that are avail- 
able on all phases of electronics, They can be 
obtained at or through your local library, as 
well as at most electronic equipment stores. 
Although the Heath Company sincerely welcomes 
all comments and suggestions, it would be im- 
possible to design, test, evaluate and assume 
responsibility for proposed circuit changes for 
special purposes, Therefore, such modifications 
must be made at the discretion of the kit builder, 
using information available from sources other 


than the Heath Company, 


REPLACEMENTS 


Material supplied with HEATHKIT® products 


has been carefully selected to meet design re- 
quirements and ordinarily willfulfill its function 
without difficulty. Occasionally improper instru- 
ment operation can be traced to a faulty com- 
ponent. Should inspection reveal the necessity 
for replacement, write to the Heath Company 
and supply ali of the foliowing information, 


number and de escript tion found 
in the manual Parts List, 


B. Identify the type and model number of kit 
in which it is used, 


requesting r eplacement, 


The Heath Company will promptly supply the 
necessary replacement, PLEASE DO NOT RE- 
TURN THE ORIGINAL COMPONENT UNTIL 
SPECIFICALLY REQUESTED TO DO SO. Do 
not dismantle the component in question as 
this will void the guarantee. This replace- 
ment policy does not cover the free replace- 
ment of parts that may have been broken or 
damaged through carelessness on the part of 
the kit builder, 
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ATTACH A TAG TO THE LWQWULE NIE IN 


YOUR NAME, COMPLETE ADDRESS, DATE OF 


THE DIFFICULTY. ENCOUNTERED. Wrap the 
equipment in heavy paper, exercising care to 
prevent damage, Place the wrapped equipment 
in a stout carton of such size that at least three 
inches of shredded paper, excelsior, or other 
resilient packing material can be placed be- 
tween all sides of the wrapped equipment and 
the carton, Close and seal the carton with 
gummed paper tape, or alternately, tie securely 
with stout cord, Clearly print the address on 
the carton as follows: 


To: HEATH COMPANY 
Benton Harbor, Michigan 


Te ati 7 ™_ 
Include your name and return address on the 


outside of the carton. Preferably affix one or 
more "Fragile" or "Handle With Care" labels 
to the carton, or otherwise so mark with a 
crayon of bright color. Ship by parcel post or 
prepaid express; note that a carrier cannot be 
held responsible for damage in transit if, in 
HIS OPINION, the article is inadequately packed 
for shipment, 


SPECIFICATION CHANGES 


All prices are subject to change without notice. 
The Heath Company reserves the right to discon- 
tinue instruments and to change specifications at 
any time without incurring any obligation to 


incorporate new features in instruments pre- 
viously sold. 


SUGGESTED READING LIST 


This manual is written to enable the owner of this instrument to successfully assemble and oper- 


ate it. 


It is not intended as an exhauStive treatise on the subject of tube checkers. Further in- 


formation may be obtained from the many fine textbooks, magazine articles and technical manuals 


which have been written about tube testing and related subjects. 


listed below. 


A few of theSe sources are 


Brans, P. H. ... ce cc cece eee eee "World's Radio Tubes" 

HasStMan ...... cece cece eee eens "Fundamentals of Vacuum Tubes" 
Terman and Petit ............. " Electronic Measurements" 
Spangenburg, K. R.............. "Vacuum Tubes" 

Geppert .............+++++--+... "Basie Electron Tubes" 


RCA Receiving Tube Manual 
CBS Engineers Handbook 


PARTS LIST 
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PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No. Per Kit No. Per Kit 
Resistors Hardware (con't) 
1-5 1 3602 5% (orange-blue-brown) 250-83 2 #10 sheet metal screw 
1-26 1 100 K2 (brown-black-yellow) 250-89 30 6-32 x 3/8" BH screw 
1-30 1 270 KQ (red-violet-yellow) 252-3 26 6-32 x 1/4" nut 
1-37 1 2.2 megohm (red-red-green) 252-4 4 8-32 x 5/16" nut 
1-79 1 8202 5% (gray-red-brown) 252-7 4 Control nut 
1-9 1 10002 10% (brown-black-red) 252-22 2 Speed nut 
1-81 1 15002 5% (brown-green-red) 253-9 4 #8 flat washer 
1-82 1 36002 5% (orange-blue-red) 253-10 4 Control flat washer 
2-21A 1 75 KQ precision ; 253-36 2 1/4" Spring washers 
3-1E 1 250032 7 watt wirewound 254-1 26 #6 lockwasher 
oe a 254-2 4 #8 lockwasher 
Controls-Capacitors-Switches 254-4 4 Control lockwasher 
11-12 1 2002 wirewound control 258-4 2 Spring 
23-11 1 -1 mfd tubular capacitor 259-1 2 #6 solder lug 
60-3 I DPDT spring return slide switch Grommets-Wire 
60-4 i SPDT slide switch 73-1 i 3/8" rubber grommet 
62-7 1 3 position, 10 gang lever switch 73-2 9 3/4" rubber grommet 
63-17 1 2-pole, 4 position rotary switch 13-3 3 1/2" rubber grommet 
63-167 ] SP, 20 position rotary switch 89-1 1 Line cord 
63-168 1 SP, 10 position rotary switch 261-4 8 Rubber feet 
340-2 1 length Bare wire 
Lamps-Terminal Strips-Sockets-Knobs 341-1 1 Grid clip test lead 
412-1 2 #47 panel lamp 344-1 1 length Hookup wire 
412-3 1 NE51 neon bulb 347-1 1 length 8-wire cable 
431-2 1 2-lug terminal strip 
431-5 2 4-lug terminal strip Miscellaneous 
431-15 1 1-lug terminal strip 54-72 1 Power transformer 
ond i Blane Socket 57-6 1 Half wave rectifier 
- ctal socke 
434-6 1 Loctal socket 20° 8 j rabinet 
434-9 1 4 prong socket 260-3 1 Grid cli p 
43412 1 6 prong socket 407-53 1—Tube checker meter 
. ae - oll char 
434-14 P rong miniature socket 453.48 i Roll chart idler shaft 
49421 3 pitt deep socket Foe oe 2 1/4" retaining collar 
_ ‘ot la ocket 595-208 1 Manual 
teat i 7 peng exbminiature socket 100-M154 1 Panel insert (escutcheon) 
435-1 8 Octal socket ring 100-M157 1 Panel lamp bracket 
435-2 2 Miniature socket ring 100-M209 1 Driver roller 
435-3 1 Large socket ring 100-M210 1 Takeup roller 
435-8 2 Subminiature socket ring 200-M179 1 Chassis 
462-7 12 Lever switch knob 203-157F221 
462-52 4 Pointer knob 1 Panel 
462-72 2 Thumbwheel drive knob 204-M185 2 Panel support bracket 
204-M188 1 Roll chart bracket (R. H. ) 
Hardware 204-Mi89 i Roll chart bracket (L. H. ) 
950-15 2 8-32 x 1/8" setscrew 204-M190 2 Take-up roller bracket 
250-18 4 8-32 x 3/8" RHMS 205-Mi00 1 Meter mounting piate 
250-43 2 8-32 x 1/4" setscrew 448-3 1 Roll masking tape 
250-52 4 4-40 x 1/4" BHMS a9 7-2 1 Supplement Test Data S 
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J) Control! Flat Washer af? ~~ ~~ 
LA 


#6 Solder Lug XY Speed Nut Controi Nut 
(AS) #0 Flat wast 


#8 Flat Washer 
WY Chass 
(parE Control Lockwasher 
#8 Lockwasher #10 Sheet Metal Screw Socket Retaining Ring’ 
(7 Pin Subminiature) 
#6 Lockwasher — 


4-40 BH a_i 
_ 0-32 BHMS ( \ eo é& ay 
6-32 © 
BY 8-32 x 1/8 Setscrew VL 
Socket ” ant So _\ \ socio J 


(7 Pin Combination) (octal) See” eo . 
MO 9-32 x 1/4 Setscrew (Oc al) a” Socket Retaining Ring 


(7 Pin Miniature) 


Choy. sz Rus. —G 8-32 Nut 


7 Pin Subminiature 
Socket 


. se a oe 


6 Pin Socket 7 Pin Combination Socket 


1/4" Retaining Collar 


Octal Socket 


2 lug Terminal Strip 4 lug Terminal Strip 1 lug Terminal Strip 


Blank Socket 


; o Pilot Light Socket 
of ees 1/2 watt Resistor a ; 6) (Panel Lamps) 


Pilot Light Socket 
(Short Indicator) 


Control PW ae 


—=—= S 
1.9) 
Meter Rectifier Wy 
oa @ 


(Doubie Poie Doubie Throw) — 
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Heath Company warrants that for a period of three months from the date of shipment, all Heathkit Sh 
parts shall be free of defects in materials and workmanship under normal use and service and tH 


yl WARRANTY : 
i | 


per rects Mmalteriais Orszmansnip uncer norma: us WG service’ and 


that in fulfillment of any breach of such warranty, Heath Company shall replace such defective x 
parts upon the return of the same to its factory. The foregoing warranty shall apply only to the i 


original buyer, and is and shall be in lieu of all other warranties, whether express or implied 

and of all other obligations or liabilities on the part of Heath Company and in no event shall iI 
Heath Company be liable for any anticipated profits, consequential damages, loss of time or other al 
losses incurred by the buyer in connection with the purchase, assembly or operation of Heathkits 

or components thereof. No replacement shall be made of parts damaged by the buyer in the fl 
course of handling or assembling Heathkit equipment. 


NOTE: The foregoing warranty is completely void and we will not replace, repair or service i 
instruments or parts thereof in which acid core solder or paste fluxes have been used. 
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